
Vermont Department of Health Laboratory  
Toxicology Program 

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125 
(ph) 802-863-7336; (fax) 802-863-7632 

Certificate of Analysis of 
DataMaster External Standard Solution 

On 1/16/2009, an ethanol solution was prepared by Darcy Richardson for use as a 
DataMaster External Standard solution. The solution was prepared per standard 
laboratory practice and assigned the lot number 09-19-100 and an expiration date of 

On 2/5/2009 and 2/9/2009, the solution was analyzed by Darcy Richardson and 
Amanda Bolduc. Analysis of the solution was performed using headspace gas 
chromatography. The instrument was calibrated on the day analyses were begun. It was 
found to have met required quality assurance performance specifications and was operating 
properly. Quality checks throughout the analytical process demonstrated that the instrument 
continued to operate properly. 

This solution is certified as presenting 0.099 g/210L simulated breath ethanol 
concentration and approved for use as a DataMaster External Standard solution. 

1/16/2010. 

Dated at Burlington, Vermont on Wednesday, February 11,2009. 

Ale 902 rev 0 (03/08) 



L o t # 09-19-100 

Prepared by DMR 
Prepared on 1/16/2009 

Analyzed on 2/5/09, 2/9/09 
analyzed by DMR and ALB 

0.0987 
0.0981 
0.1042 
0.0976 
0.0977 
0.0978 
0.0977 
0.1023 
0.1020 
0.1011 
0.1009 
0.1018 
0.1008 
0.1007 
0.1001 

0.0021422 

0.0977 
0.0963 
0.1032 
0.0965 
0.0983 
0.0976 
0.0983 
0.0999 
0.0994 
0.0995 
0.1013 
0.1013 
0.1001 

0.1 
0.0992 mean 

0.001941 std dev 

Targe t 0.099 



Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 
33 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject thieshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

Ethanol 

CO 

TO 
I 

0.00 0.10 
~i 1 r 

0.20 0.30 
Amount Ratio 

0.40 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.623494 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 
Average error: 

2 

2.248 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Average CF: 
RSD: 

0.9999526 
1.083% 

118412 
55.949% 

L e v e l A m o u n t Response C a l F a c t o r E r r o r , % A m o u n t R a t i o Response R a t i o Source 

1 0 (0) - 0.000 0 0 Manual 
2 0.037 256839.9 6941619 4.056 0.037 0.1010067 C:\AlcoholData\Alc020309\Alc020309.0003.BND 
3 0.0S5 568231.2 6685073 0.383 0.085 0.2238519 C:\Alcohol Data\Alc020309\Alc020309.0004.BND 
4 0.197 1312539 6662635 -0.838 0.197 0.5124964 C:\AlcoholData\Alc020309\Alc020309.0005.BND 
5 0.42 2798527 6663160 0.137 0.42 1.103379 C:\Alcohol Data\Alc020309\Alc020309.0006.BND 

Date a n d time 

4/11/2005 10:03:40 AM 
2/3/2009 4:10:27 PM 
2/3/2009 4:25:32 PM 
2/3/2009 4:40:32 PM 
2/3/2009 4:55:30 PM 

Printed on 2/5/2009 4:36:18 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 Today's Time = 4:26:26 PM 
Bound File Name = Alc020309.0001 .RAW 
Sample Name = Blank 
Date Taken = 2/3/2009 3:40:35 PM VDH Headspace Alcohol 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 33 

Peak Ret Time Peak Area Amount 
Number (min) Name % WTA/OL 

6 3.11 t-Butanol 2175200 1.0136 
7 3.65 n-Propanol 2542947 1.0000 

Printed on 2/5/2009 4:26:29 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 
Bound File Name = Alc020309.0002.RAW 
Sample Name = TMX 
Date Taken = 2/3/2009 3:55:23 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 4:26:32 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Area Amount 
% WTA/OL 

2 
3 
5 
6 
7 
8 
9 

1.54 
1.64 
2.34 
2.60 
2.76 
3.12 
3.65 

Acetaldehyde 
Methanol 
Ethanol 
Acetone 
Isopropanol 
t-Butanol 
n-Propanol 

1599024 
564477 
06609 

2462717 
1933099 
2172360 
2565102 

0.0980 
0.1654 
<0.005 
0.0826 
0.0742 
1.0035 
1.0000 

Printed on 2/5/2009 4:26:32 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 
Bound File Name = Alc020309.0003.RAW 
Sample Name = Std A 
Date Taken = 2/3/2009 4:10:24 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 4:26:34 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Area Amount 
% WTA/OL 

4 
5 
6 
7 
8 

2.25 
2.60 
2.76 
3.11 
3.65 

Ethanol 
Acetone 
Isopropanol 
t-Butanol 
n-Propanol 

256840 
05651 
08216 

2160875 
2542800 

0.0385 
<0.005 
<0.005 
1.0070 
1.0000 

Printed on 2/5/2009 4:26:35 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 
Bound File Name = Alc020309.0004.RAW 
Sample Name = Std B 
Date Taken = 2/3/2009 4:25:25 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 

Today's Time = 4:26:37 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

4 
6 
7 

2.25 
3.11 
3.65 

Ethanol 
t-Butanol 
n-Propanol 

568231 
2131754 
2538425 

0.0853 
0.9951 
1.0000 

Printed on 2/5/2009 4:26:37 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1200-
< 

& 
; 
i 

1000-

800- c 

600-
u 
r 
c 
«i 

400-

200- IN
T+

 
S

B
N

 

• 

~-
1.

04
 l , J -I

N
T

-

0 -
r • i i" i i 

•• i
 1 i 1 i 1

 i 1 i
 1 i 1

 i 1 I 

1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 5.0. 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 Today's Time = 4:26:39 PM 
Bound File Name = Alc020309.0005.RAW 
Sample Name = Std C 
Date Taken = 2/3/2009 4:40:26 PM VDH Headspace Alcohol 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 33 

Peak Ret Time Peak Area Amount 
Number (min) Name % WTA/OL 

3 2T25 Ethanol 1312539 01 
4 3.11 t-Butanol 2150590 0.9950 
5 3.65 n-Propanol 2561070 1.0000 

Printed on 2/5/2009 4:26:40 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 
Bound File Name = Alc020309.0006.RAW 
Sample Name = Std D 
Date Taken = 2/3/2009 4:55:26 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 4:26:42 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Area Amount 
% WTA/OL 

2 
3 
4 

2.25 
3.12 
3.65 

Ethanol 
t-Butanol 
n-Propanol 

2798527 
2139124 
2536324 

0.4206 
0.9994 
1.0000 

Printed on 2/5/2009 4:26:42 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/5/2009 
Bound File Name = Alc020309.0007.RAW 
Sample Name = Whole Blood Control 
Date Taken = 2/3/2009 5:10:33 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 4:26:44 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Area Amount 
% WTA/OL 

2 
3 
4 
6 
7 

1.54 
2.25 
2.60 
3.11 
3.65 

Acetaldehyde 
Ethanol 
Acetone 
t-Butanol 
n-Propanol 

15590 
504971 

11206 
2158996 
2596439 

<0.005 
0.0741 
<0.005 
0.9853 
1.0000 

Printed on 2/5/2009 4:26:44 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name • 
1.5 2.0 

• AlcohoW-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0001 .RAW 
Sample Name = CCS 
Date Taken = 2/4/2009 3:58:18 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 3:58:25 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Area Amount 
% WTA/OL 

3 
5 
6 

2.25 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

524987 
1973617 
2387843 

0.0838 
0.9794 
1.0000 

Printed on 2/4/2009 3:58:27 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0002.RAW 
Sample Name = CCS 
Date Taken = 2/4/2009 4:13:13 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time 
Number (min) 

Peak 
Name 

2 
3 
4 

2.25 
3.12 
3.66 

Today's Time = 4:13:19 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Area Amount 
% WTA/OL 

Ethanol 
t-Butanol 
n-Propanol 

539972 
2039256 
2455478 

0.0838 
0.9841 
1.0000 

Printed on 2/4/2009 4:13:21 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1.0 

Format File Name : 

1.5 2.0 

simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 Today's Time = 4:28:21 PM 
Bound File Name = Alc020309a.0003.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 4:28:14 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 33 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 225 Ethanol 829088 0.1209 0.0987 
3 3.12 t-Butanol 2205099 0.9997 0.8160 
4 3.66 n-Propanol 2613694 1.0000 0.8162 

Printed on 2/4/2009 4:28:21 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0004.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 4:43:16 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 4:43:17 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.25 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

820367 
2192962 
2601852 

0.1202 
0.9987 
1.0000 

0.0981 
0.8152 
0.8162 

Printed on 2/4/2009 4:43:17 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0005.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 4:58:16 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 

Today's Time - 4:58:18 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.25 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

836878 
2089454 
2497928 

0.1277 
0.9912 
1.0000 

0.1042 
0.8090 
0.8162 

Printed on 2/4/2009 4:58:18 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 

Format File Name 1 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0006.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 5:13:18 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoi4.cal 

Today's Time - 5:13:54 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.26 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

809256 
2177136 
2580008 

0.1196 
0.9999 
1.0000 

0.0976 
0.8161 
0.8162 

Printed on 2/4/2009 5:14:01 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0007.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 5:28:24 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 5:28:34 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.26 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

814327 
2188609 
2592374 

0.1197 
1.0004 
1.0000 

0.0977 
0.8165 
0.8162 

Printed on 2/4/2009 5:28:36 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = sim50ln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0008.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 5:43:31 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 5:43:35 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.25 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

807448 
2166304 
2568971 

0.1198 
0.9992 
1.0000 

0,0978 
0.8156 
0.8162 

Printed on 2/4/2009 5:43:36 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0009.FJAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 2/4/2009 5:58:19 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 

Today's Time = 5:58:22 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.26 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

812244 
2176790 
2587272 

0.1197 
0.9969 
1.0000 

0.0977 
0.8137 
0.8162 

Printed on 2/4/2009 5:58:22 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0010.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/4/2009 6:13:21 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 6:13:23 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.26 
3.13 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

805101 
2043231 
2447507 

0.1254 
0.9892 
1.0000 

0.1023 
0.8074 
0.8162 

Printed on 2/4/2009 6:13:23 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name => simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0011 .RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/4/2009 6:28:22 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 6:28:28 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

2 
3 
4 

2.25 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

848403 
2181760 
2588205 

0.1249 
0.9989 
1.0000 

0.1020 
0.8153 
0.8162 
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Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0012.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/4/2009 6:43:24 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 6:43:26 PM 

VDH Headspace Alcohol 

Calibration Version = 33 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.25 
3.12 
3.66 

Ethanol 
t-Butanol 
n-Propanol 

845011 
2188969 
2601418 

0.1238 
0.9971 
1.0000 

0.1011 
0.8138 
0.8162 

i. 
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Chrom Perfect Chromatogram Report 
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2.0 1.0 1.5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 2/4/2009 
Bound File Name = Alc020309a.0013.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 2/4/2009 6:58:27 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 
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